Towards the commercialization of hemoperfusion column. Part II. Coating of activated carbon.
This paper reports the studies of coating of activated carbon. Spherical petroleum-based bead activated carbon with a size range of 0.4-1.0 mm was the adsorbent used in this study. These activated carbon granules were coated with cellulose nitrate of different thickness.